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EVALUATION OF COMPRESSIBLE -FLOW PRESTON TUBE CALIBRATIONS 


By Jerry M. Allen 
Langley Research Center 

SUMMARY 

An experimental and analytical study has been made of the accuracy of various 
Preston tube calibration equations to determine local skin friction in two-dimensional 
supersonic and low -hypersonic flows. Experimental Preston tube calibration data from 
the present and previous studies were used to evaluate the calibration equations . The 
maximum value of the calibration parameters of the present data is more than an order 
of magnitude larger than that previously obtained; thereby, the evaluation of the various 
calibration equations is facilitated. 

The Preston tube technique was found to be very inaccurate in the low range of the 
calibration parameters. Above this range, there was a steady increase in accuracy with 
increasing values of the calibration parameters. No critical maximum tube diameter 
was found even with tubes about twice as large as the theoretical maximum allowable 
diameter. 

Of the two forms of the calibration equation previously existing, the logarithmic 
laws gave more accurate results than the power laws over an extended range of the cal- 
ibration parameters in supersonic adiabatic flow. Major deficiencies in the calibration 
equations were found to exist for the Fenter-Stalmach equation under low -hypersonic 
cold-wall conditions, and for the Hopkins- Keener equation under high-supersonic large- 
tube-diameter conditions. The second-order least-squares calibration equation devel- 
oped in this paper gave the best overall results of the calibration equations evaluated. 

INTRODUCTION 

Studies by many investigators have for some time established that the surface pitot 
tube can be used to measure local turbulent skin friction. The introduction of reference 1 
contains a thorough chronological review of previous studies in this field. For circular 
surface pitot tubes the term "Preston tube" is used, after the author of reference 2. Ref- 
erences 1 to 5 contain important contributions to the field- of Preston tubes in adiabatic 
two-dimensional turbulent flow. 


Basically, the Preston tube technique consists of bringing the circular tube into con- 
tact with the test surface at the location where local skin friction is desired, measuring 
the pitot pressure sensed by the tube, and combining this pressure with local free-stream 
conditions and tube diameter to calculate local skin friction from an existing calibration 
equation. The main advantages of the Preston tube over other skin-friction measuring 
devices are its sturdiness, simplicity of use, and the fact that calibration of individual 
tubes is not required. 

In previous experiments in compressible flow (refs. 1 and 3), it was found that the 
data from all Reynolds munbers, Mach numbers, and tube diameters tested collapsed onto 
a single curve when the appropriate calibration parameters were used. The calibrations 
were thus reported to be independent of Mach and Reynolds numbers and tube diameter 
and can be used by the experimenter without the need of calibrating his tubes . 

Patel (ref. 5) developed an incompressible flow calibration which he reports to be 
an improvement over Preston’s original calibration. A compressible-flow calibration 
based on Patel's law is developed in this paper. Also, least- squares curve fits to experi- 
mental data are performed to obtain a calibration equation which is the best fit to the data 

These new calibrations and existing compressible-flow calibrations are evaluated 
in this paper for their accuracy in determining local skin friction. The evaluations are 
performed by using existing supersonic adiabatic -wall Preston tube data (refs. 1 and 3) 
and new data obtained in this study which includes results at larger Mach numbers and 
Reynolds numbers based on tube diameter than previously existed. The larger values of 
these parameters permit an easier evaluation of the various calibration equations since 
they tend to diverge for these conditions. The following table illustrates the extensions 
in these two parameters provided by the data of the present study: 


Authors 

Reference 

Mach number 
range 

Reynolds number 
based on tube 
diameter range 

renter and Stalmach 

3 

1.7 to 3.7 

2,7 X 103 to 65 X 103 

Hopkins and Keener 

1 

2.4 to 3.4 

2.4 X 103 to 51 X 103 

Present study 

— 

2.0 to 4.6 

2.5 X 1q 3 to 800 X 103 


The large value of Reynolds number based on tube diameter obtained in the present 
study is the result of testing a wide range of tube diameters. Analytical studies in the 
past (refs. 1, 3, and 6) have estimated the range of tube sizes which should give valid 
results. The following table shows that in the previous investigations, only small ranges 
of tube sizes were used: 
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Authors 

Reference 

External 

diameters 

used, 

mm 

Largest tube 
Smallest tube 

. Size range 
theoretically 
usable, 

. mm 

Fenter and Stalmach 

3 

0.31 to 1.65 

5.3 

0.2 to 2.0 

Hopkins and Keener 

1 

1.55 to 6.35 

4.1 

0.7 to 45.0 

Present study 


1.27 to 48.26 

38.0 

0.4 to 46.5 


Each of the previous studies tested four tube sizes and indicated that valid results 
were obtained with each. Neither study, therefore, was designed to show the effect of 
tube size on the calibration results. The wide range of sizes used in this study allowed 
such effects to be investigated. 

Finally, the ability of the various calibration equations to determine local skin 
friction under low-hypersonic cold-wall conditions is evaluated by comparing the equa- 
tions with the calibration data of reference 7. 

SYMBOLS 

U.S. Customary Units were employed for the experimental measurements in this 
study, but the International System of Units (SI) is used herein to report the results. 

A skin-friction-balance floating- element area 

Cj average skin-friction coefficient, Cj dx 

Cj local skin-friction coefficient, 

D Preston tube external diameter 

d Preston tube internal diameter 

) Preston tube calibration parameters (see eqs. (20)) 


i index 

M Mach number 

N power -law velocity profile exponent 
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static pressure 


stagnation pressure 


dynamic pressure, ^pu2 

Ct 


unit Reynolds number, — 

H- 

PpU D 

local free-stream Reynolds number based on D, — - 


local free-stream Reynolds number based on 0, 




wall shearing force 


static temperature 


stagnation temperature 


reference temperature (see eq. (31)) 


velocity in x-direction 


friction velocity, W-^ 


streamwise coordinate 


normal coordinate 


ratio of specific heats (=1 .4 for air) 


boundary -layer total thickness 


boundary -layer displacement thickness (see eq. (8)) 


boundary -layer momentum thickness (see eq. (7)) 


viscosity 


kinematic viscosity. 


4 



p 


density 


T shearing stress 

Subscripts: 

aw adiabatic -wall value 

c calculated from Preston tube calibration 

e boundary -layer edge value 

m measured 

max calculated maximum value 

min calculated minimum value 

w wall value 

00 free- stream value 

Primes denote fluid properties evaluated at reference temperature T’ . 

APPARATUS AND TESTS 
Wind Tunnels 

The Mach number 2.3 and 4.6 data used in this study were obtained in the high-speed 
test section of the Langley Unitary Plan wind tunnel, which is described in reference 8. 
This variable- pressure, continuous -flow tunnel has a two-dimensional asymmetric 
sliding- block nozzle that permits a continuous variation in the test- section Mach num- 
ber from about 2.3 to 4.6. The normal operating stagnation temperature is between 
66° C and 79° C. The test section is approximately 1.22 meters wide by 1.22 meters 
high by 2.13 meters long. 

The Mach number 2.0 data were obtained as a part of the pitot-tube displacement 
study reported in reference 9. This test was conducted in the Langley 4- by 4-foot super- 
sonic pressure tunnel which is also described in reference 8. This facility is a rectangu- 
lar, closed test section, single-return wind tunnel with provisions for control of pressure, 
temperature, and humidity of the enclosed air. Two flexible walls of the two-dimensional 
nozzle can be adjusted to give Mach numbers from 1.4 to 2.6. The normal operating tem- 
perature is about 43° C . The test section is about the same size as the test section of 
the Unitary Plan wind tunnel. 
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Test Stations 


Both tunnels, as described earlier, have two-dimensional nozzles. The top and 
bottom walls are contoured to produce the supersonic flow. The sidewalls, used as the 
test surfaces, are flat from the nozzle throat to the downstream edge of the test section. 
In both tunnels the permanent model support mechanism was located downstream of the 
survey station and was traversed to the opposite side of the test section to insure that no 
flow disturbances originating from the mechanism could affect the results of this study. 

In the Unitary Plan wind tunnel the turbulent boundary layer was surveyed on the 
sidewall center line about midway of the test section. The boundary layer at the survey 
station was about 12 cm to 16 cm thick, depending on the test conditions. The equivalent 
flat-plate length (that is, length of turbulent flat-plate flow at the same free-stream con- 
ditions of the survey station needed to produce the same boundary layer) to the survey 
station was about 6.8 to 8.7 meters. 

In the 4- by 4-foot tunnel, the survey station was located on the sidewall center line 
in the downstream part of the test section. This survey station was located about 5 metei 
from the nozzle throat and provided a turbulent boundary layer about 7 cm thick. The 
equivalent flat-plate length was about 4.5 meters. 

Instrumentation 

The tunnel sidewall boundary layer was surveyed with a small, flattened boundary- 
layer pitot tube. Preston tube measurements were made with 8 tubes ranging in outside 
diameter from about 1.3 mm to 48 mm. Tube sketches and dimensions can be found in 
figure 1. 

The tubes were mounted on a shaft which ran through the tunnel sidewall. Tube 
position normal to the wall was controlled manually from outside the tunnel by a travers- 
ing mechanism connected to the tube shaft. The surface location was determined by elec- 
trical contact between the wall and the tube; and the distance above the test surface was 
calculated from the surface contact point and a dial indicator connected to the tube shaft. 

The pressures from these tubes were sensed by three pressure transducers, the 
ranges of which were 0 to 0.34, 0 to 0.68, and 0 to 1.02 atmospheres. (One atmosphere 
equals 1.013 x 10^ N/m2.) In this manner the gage having the smallest possible range 
could be used for maximum accuracy. Tunnel stagnation pressures were measured by 
precision automatic indicating mercury manometers. 

Local shearing forces were measured by a floating- element skin-friction balance 
mounted so that the sensing element was flush with the test surface at the survey station. 
This balance is a self-nulling type of instrument whose output voltage is directly propor- 
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tioned to the skin-friction force on the sensing element. The balance is commercially 
available and is described in detail in reference 10. 

Tests and Procedures 

The nominal free- stream flow conditions of all the data obtained in this study are 
presented in table I. About 30 minutes was allowed between the establishment of super- 
sonic flow and the recording of experimental data to insure that pressure and temperature 
conditions in the test section had reached equilibrium. The test- section wall tempera- 
tures under these equilibrium conditions were within a few degrees of the calculated 
adiabatic -wall temperatures; hence, this study was assumed to be conducted under 
adiabatic-wall conditions. 

Boundary-layer surveys were made at the test station at each of the free- stream 
flow conditions by using the flattened tube. The test procedure consisted of bringing the 
tube in contact with the tunnel wall, as determined by the contact light, and then moving 
the tube away from the wall in small increments and recording the data. 

Preston tube measurements were made at the same test station that the boundary- 
layer surveys were made. These measurements were obtained with each of the 8 circular 
tubes in contact with the test surface. These tubes, as can be seen from the sketches in 
figure 1, were double-ended; that is, two tubes were mounted back-to-back on a single 
shaft. In this configuration, data from two tubes could be recorded without the necessity 
of a tunnel shutdown, tube change, and subsequent tunnel restart. This procedure allowed 
the cutting of tunnel running time approximately in half. Insulating tape was applied to 
the tunnel wall in the area immediately downstream of the shaft to insure that the contact 
light would be activated only by the upstream tube touching the wall. 

The procedure for recording data with these double-ended tubes was as follows: 

(1) with the tubes in contact with the test surface, data were recorded for the tube facing 
upstream, (2) the tube was then traversed away from the test surface, and the entire 
assembly was rotated 180° so that the second tube pointed upstream, and (3) the tubes 
were again brought in contact with the test surface, and data from the second tube were 
recorded. 

After the pitot tube data had been recorded, a new tunnel sidewall insert was 
installed to house the skin-friction balance. The center line of the balance was located 
a few centimeters downstream of the location where the tip of the tubes had been. This 
difference in x meant that for the same free-stream test conditions, the balance data 
were recorded at a slightly higher Reynolds number than. the pitot pressure data. It was 
estimated that the effective length Reynolds number increased about 0.2 percent, which 
would result in an error in Cj of about 0.03 percent. Since the error was so small, no 
corrections were applied to the measured skin friction for this effect. 
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DATA REDUCTION 


Mach Number 

The measured pitot tube pressures outside the boundary layer jjj g and the 
measured tunnel stagnation pressures p^ ^ were used to calculate the local free- stream 
Mach numbers by the normal- shock relation 


J_ 1 


p 

t,m,e 

(y + l)Mg2 ■ 

r-^1 \ 

‘’t,« ■ 

(y - l)Mg2 + 2 

\^2yMg2 - y + 1/ 


These Mach numbers and g values were then used to calculate the static pressure 

at the boundary- layer edge Pg from the Rayleigh pitot formula 

y 1 


^t,m,e _ 

(y + DMe^ 


Pe 

L 2 J 

i 2yMg2 - y + 1/ 


The static pressure was then assumed to be constant through the boundary layer and equal 
to the calculated edge values. The Mach number distributions through the boundary layer 
were then calculated from the measured p^ and calculated Pg values. If p^ ni/Pe 
was greater than 1.893, the supersonic Mach numbers were calculated by equation (2) in 
which local conditions replace the boundary- layer edge conditions. If p^. j^ypg was less 
than 1.893, the subsonic Mach numbers were calculated from the isentropic flow equation 


y 



Velocity Ratio 

Velocity ratios are related to Mach number and temperature by 
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where 





(5) 


Inserting equations (5) into equation (4) and assuming isoenergetic flow 
results in 



( 6 ) 


which was used to calculate velocity ratios in this paper. 

Integral Thicknesses 

Boundary-layer momentum thickness 6 and displacement thickness 6* are 
defined in two-dimensional compressible flow to be 



(7) 


( 8 ) 


By using the assumptions of constant static pressure and total temperature across the 
boundary layer, the density ratio P/Pq can be written as 



1 + 


1 + 


y - 1 
2 

y - 1 


2 



(9) 
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Equations (6) and (9) allow the calculation of the integrands in equations (7) and (8) 
for each data point in the boundary layer. The integrations were performed by parabolic 
curve fitting through successive data points and stepwise integration of the resulting 
curves. 


Skin- Friction Coefficient 

Experimental values of the wall shearing forces were measured by the floating- 
element balance described earlier. Local skin friction was calculated from 



( 10 ) 


The balance floating element surface area A was calculated by use of the mea- 
sured diameter of the floating element (9.271 mm) instead of the nominal diameter of 
the element plus the gap width (9.398 mm). 


COMPRESSIBLE -FLOW PRESTON TUBE CALIBRATIONS 


Fenter-Stalmach Equation 

Fenter and Stalmach (ref. 3) derived a compressible law of the wall in the form 


M_ V 


/5 + M 2[£sin-l( 
MgV e 




u 


/5 + M, 


2 '^e 


= 5.75 log 
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( 11 ) 


They then assumed that this law could be used as a compressible Preston tube calibratior 
if y in equation (11) were replaced by D/2. This substitution resulted in 


— — + Mg2 sin'l/ 

p„ V e I 


M, 


l/s + Mg2 


iL) = /c7 




( 12 ) 


Sigalla Equation 

Sigalla (ref. 4) applied the ieference-temperature hypothesis to the incompressible 
Preston tube calibration in the form 
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The reference temperature hypothesis states that the incompressible flow calibration 
(eq. (13)) can be used in compressible flow if the fluid properties are evaluated at the 
reference temperature T'. (See eq. (31).) Sigalla also assumed that p+ ^ - p in 

1 o t jin 

the compressible case would become i p'u2. Hence, equation (13) can be written as 


Pe P' 



5.13 



( 14 ) 


Hopkins- Keener Equation 

Hopkins and Keener (ref. 1) also used the reference temperature hypothesis, but 
replaced p* ^ - p in the incompressible flow expression by ^p.M^. Their resulting 

t Cl 

calibration can be expressed as 



Patel T' Equation 

Patel’s incompressible-flow calibration as given in equation (2) of reference 5 is, 
in the notation of this paper. 


log 


10 


P’t.m - P) 


d2 




T 


T 




+ 4.10 (16) 


or 


- P)°^ , log . 4.1o) 

4pi^2 4pj;2 ^ 10 4pj^2 y 


(17) 


In reference 5 Patel states that his incompressible flow calibration is an improve- 
ment over Preston's original calibration (ref. 2). It should be possible to apply the ref- 
erence temperature hypothesis to this improved incompressible flow law to obtain an 



improved compressible flow law. By applying the reference temperature hypothesis, it 
is assumed that equation (17) is valid in compressible flow if the fluid properties are 
evaluated at the reference temperature T'. Hence, 


u2 


4p» ti'2 


1.95 logjQ 


T 

_z__+ 

4p’i/’2 



(II 


Note that ^ been replaced by ^ p*u2. Finally, this equation can be written 

as 


,ir 




( 1 ! 


Analysis of Calibrations 

The compressible -flow calibration equations presented in the previous sections ai 
composed of the following five parameters: 


P' f^e u 




w - ^w + ^e^ u \ 

^3 p u M ® I I ou 

^e Us + Me^ 




'Pg P-w 


IT -,/P’ M 


( 2 ( 
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In terms of these five parameters, the calibration equations become 


3 = F4(4.06 logjo F 4 + 1 . 77 ) 

(Fenter-Staimach) 

( 21 ) 

- 1.146 

1 = 5.13F2 

(Sigalla) 

( 22 ) 

. __ 1.132 
5 = 5.74F2 

(Hopkins -Keener) 

(23) 

j =F2(3.91 logjo F 2 + 2 . 34 ) 

(Patel T') 

(24) 


The Sigalla and Hopkins- Keener equations can be seen to be of the same power- law 
form as Preston's original incompressible -flow calibration. The other two, however, 
are of the log- law form, which is advocated by Patel (ref. 5) as an improvement over 
Preston's calibration. 

It is difficult to compare equations (21) to (24) directly because of the different com- 
pressibility factors. In their incompressible forms, however, equations (21) to (24). 
reduce to the same parameters and can be compared directly. Therefore, as Mg 
approaches zero, equations (21) to (24) reduce to 

11 

— = 5.74 login - 5 — + 3.37 (renter- Stalmach, incompressible) (25) 


u 



0.146 


(Sigalla, incompressible) (26) 


u 





0.132 


(Hopkins-Keener, incompressible) (27) 


11 'ItD 

5.52 log,g-p+ 4.14 


u 


(Patel, incompressible) (28) 


and are shown in figure 2. These four calibrations are seen to be in generally good 
agreement for values of between about 200 and 600 but the power laws (Sigalla 
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and Hopkins- Keener) and log laws (Fenter-Stalmach and Patel) diverge above this range. 
Preston's original data were obtained at values of below about 320 and his power 

law adequately represented his data. When Patel obtained data for values of u^-D/i/ up 
to about 800, lie noted the deviation from Preston's power law and proposed his log law 
as a more accurate representation of incompressible Preston tube data over an extended 
range of the calibration parameters. 

The power law, then, can be considered as an approximation to the log law, an 
approximation which is valid over a limited range of the calibration parameters. It 
seems reasonable, therefore, that compressible flow calibrations in the power-law form, 
such as those of Sigalla and Hopkins -Keener, would be less accurate over an extended 
calibration parameter range than the log-law forms, such as those of Fenter-Stalmach 
and the T' extension of Patel. 

PRESENTATION OF DATA 

In order to pursue the objectives of this study, three types of experimental boundary 
layer measurements were performed: pitot-pressure surveys, skin-friction balance mea- 
surements, and Preston tube measurements. The nominal free-stream test conditions 
of this study produced the local free-stream test conditions at the test stations listed in 
table I. Boundary -layer measurements were made at each of these 12 test conditions 
and are presented in the following sections. 

Pitot- Pressure Surveys 

The pitot- pressure data are presented in figure 3 in terms of velocity profiles in 
log-log form, and are listed in tables n to IV. These profiles were integrated to give 
the experimental displacement and momentum thicknesses (6* and 0, respectively), 
which are listed in table V. 

Table V also contains estimates of the boundary-layer thickness 6 of each of the 
profiles. The author recognizes that the term "boundary- layer thickness" is a rather 
nebulous quantity because of the asymptotic nature in which the velocity profile approachei 
the free stream. The appendix of reference 11 contains a discussion of several ways to 
estimate boundary-layer thickness. For the purposes of this paper, boundary-layer 
thickness is defined as the value of y at which the velocity u reaches 0.9999 of its 
local free-stream value. If another definition of 6 had been assumed, the values of 
6 could have been as much as 20 percent different from those listed in table V. It 
should be qoted, however, that the measured boundary-layer thickness is not used any- 
where else in this paper; hence, the specific values have no effect on the results of this 
paper. They are presented, however, for completeness. 
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Experimental values of the power-law velocity profile exponent N, which is defined 

by ^ a: were estimated from the best straight-line fit to the profiles of figure 3 

© 

and are listed in table V. A survey of available data on this subject (ref. 12) revealed 
that this method of estimating N was accurate to within about ±10 percent. 

The variations of all the gross parameters just presented with unit Reynolds number 
for Moo = 2.3 and Moo=4.6 are presented in figure 4, which reveals that all the trends 
look reasonable and that the data scatter is less than 2 percent. 


Skin-Friction Balance Measurements 

The measured local skin-friction coefficients are included in table V and are pre- 
sented in figure 5 in the form of transformed skin friction Cj’ as a function of trans- 
formed Reynolds number based on momentum thickness R^' where 


and 



Rg'=R 



(29) 


(30) 


The reference temperature T* used in equations (29) and (30) is the Sommer and 
Short (ref. 13) expression 


|l=l + 0.035Me2 + 0.45f^- ij 


(31) 


which for the adiabatic -wall conditions of this study, reduces to 


^ = 1 + 0.1142Me2 

^e 

Using equation (32) and the Sutherland viscosity expression 


(32) 


)!’ _/T>\^-^ Te + 199 
^e'v'^e/ T’ + 199 


(33) 


allowed the data to be expressed in the transformed, or incompressible, form by equa- 
tions (29) and (30), and to be compared directly with the Karman-Schoenherr incom- 
pressible skin-friction law 
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(34a) 


where 

Cf 

Cf i-== (34b) 

^ 1 + 3 . 59 ^ 


Stated simply, figure 5 shows the measured data transformed to the incompress- 
ible plane by the reference temperature method instead of the incompressible flow theory 
transformed to the compressible plane, which is the normal application of the reference- 
temperature hypothesis. Presenting the results in this manner allows the data for all 
three Mach numbers to be presented and compared with a single theory curve. Figure 5 
shows that the data from all three Mach numbers collapse onto a narrow band, but this 
band is about 10 to 19 percent higher than the theory curve. Since the Sommer and Short 
method is just a T' extension of the Karman-Schoenherr law, the data, if plotted in the 
compressible plane, would be about the same percentage above the Sommer and Short 
T' theory. 


Preston Tube Measurements 

The primary results of this study are contained in the Preston tube measurements 
which are listed in tables VI to Vin. Included in this listing are the five calibrating 
parameters Fj, F2, F3, F^, and F5 described previously. These results are pre- 
sented in graphical form and analyzed in a subsequent section. 

DISCUSSION OF RESULTS 

In this section the available Preston tube calibration data are compared with the 
four calibration equations presented earlier and with two additional equations developed 
in this section. Plots of the data and equations are analyzed for two characteristics; 

(1) the capability of the calibrating parameters to collapse the data onto a single band, 
and (2) the accuracy of the fit of the calibration equations through the experimental data. 

Fenter-Stalmach Calibration Equation 

Available supersonic, adiabatic-wall calibration data (from the present study and 
from refs. 1 and 3) are compared in figure 6(a) with the Fenter-Stalmach equation 
(eq. (21)). The data do collapse onto a single narrow band by using these parameters 
^Fg and F4j, and the equation fits through the data fairly well. Note that the maximum 
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value of the calibration parameters of the present data is more than an order of magni- 
tude larger than that previously obtained. 

It is difficult from figure 6(a) to ascertain the accuracy with which the Fenter- 
Stalmach equation predicts the measured skin friction. Figure 6(b) was therefore pre- 
pared by using all the data points shown in figure 6(a). Note that there is a steady 
improvement in accuracy with increasing Fg, but below values of Fg of about 10^ 
there is a rapid decrease in accuracy, probably because of the inability of the small 
probes to measure accurately the low pitot pressures. Fg = lO^ corresponds to 
F2 * 1Q2, which is the point below which Hopkins and Keener (ref. 1) noticed large 
deviations in their data and recommended not using the Preston tube technique. Ignor- 
ing, therefore, the data below Fg = 10^, the Cj error band is generally confined to 
17 to -8 percent. 


Sigalla Calibration Equation 

The calibration parameters used in the Sigalla equation (eq. (22)), Fj and F2, 
collapse the data fairly well onto a single band (fig. 7(a)) with about the same amount of 
scatter as was present in the Fenter-Stalmach parameters, F3 and F^, presented 
earlier. The Sigalla equation, however, does not represent the trend of the data at the 
higher values of the calibration parameters. Figure 7(b) shows that above F2 = 10^ 

^or Fj » 103j, the percent Cj error range using the Sigalla equation is about 25 to -23. 

Hopkins -Keener Calibration Equation 

Figure 8(a) shows the data compared with the Hopkins-Keener equation (eq. (23)). 
The data here fall into two diverging bands. The limited amount of data that comprises 
the upper band is the high Mach number, large-tube-diameter data of the present study. 

Of the calibration parameters tested herein, only those of Hopkins and Keener, F5 and 
F2, resulted in such large deviations from a single band. In terms of percent Cj error, 
figure 8(b) shows an error range of about 50 to -15 percent for all the data above 
F2 = 10^ ^or Fg » lO^j. 

It should be noted that this disagreement of the upper band of data is not directly 
due to the high Mach number. The previous sets of data contained results at Mach num- 
bers up to 3.7 and showed no such disagreement. Also, the present high Mach number 
data at the lower tube sizes flower values of F2^ tend to agree with most of the data. 
Similarly, this disagreement is not a tube-size effect since the lower Mach number data 
of the present study showed valid results even at the largest tubes tested. It is the com- 
bination, therefore, of high Mach number and large tube diameter which causes the 
Hopkins-Keener calibration parameters to fail to collapse the data to a single band. 
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Patel T’ Calibration Equation 

The calibration parameters for the Patel T’ equation (eq. (24)) are the same as 
those of Sigalla, so that the data collapse is the same. Figure 9(a) shows that the Patel 
T’ equation fits the data fairly well. The Cj percent error band for data above 
Fj = 1Q3 is seen from figure 9(b) to be about 23 to -8. 

Comparison of Calibration Results 

The obvious conclusion from the calibration results just presented is that the log 
laws of Fenter and Stalmach or Patel T' do a better job of representing the data over 
an extended range of the calibration parameters than do the power laws of Hopkins and 
Keener or Sigalla. This compressible-flow result supports the conclusion of Patel 
(ref. 5) for incompressible data. 

One disadvantage of the log laws, however, is that Cf is not directly solvable from 
the equations. The experimenter must therefore use graphical or iterative means to 
obtain cj from his Preston tube data. In order to obtain a calibration in which Cf 
can be explicitly solved for, and to obtain the best possible fit to the available data, a 
least- squares curve-fitting technique was applied to the data and this technique is dis- 
cussed in the next section. 


New Calibration Equation 

Both the Fenter-Stalmach parameters, F3 and F^, and the Sigalla or Patel T' 
parameters, Fj and F2, gave good data collapse. (See fig. 6(a), 7(a), or 9(a).) Ref- 
erence 14 reports, however, that the Fenter-Stalmach equation, used as a law of the wall, 
gave inaccurate results under hypersonic cold-wall conditions even though it gave reason- 
able results under supersonic adiabatic -wall conditions. The parameters Fj^ and F2 
were therefore chosen for the least- squares curve fit so as not to exclude a priori the 
resulting calibration equation from use under hypersonic cold-wall conditions. Only the 
data whose F2 values were greater than 10^ were used in the curve fit. 

A linear least-squares curve was tried first, and the results are shown in fig- 
ure 10(a). The equation of this linear fit to the log- log plot is 

F2 = 0.1806F^^®°^^ (35) 

This curve misses the trend of the data somewhat at the higher values of F2; hence, the 
overall fit can be described as only fair. This result is a further indication that a power 
law is not the best representation of Preston tube data over an extended range of the cali- 
brating parameters. Figure 10(b) shows the percent Cf errors associated with this 
curve. The errors for data above Fj^ = 10^ are generally confined to 11 to -17 percent. 
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To represent the data more accurately, a second-order least-squares curve fit was 
obtained and is shown in figure 11(a). The equation of this curve is 

logio Fg = 0.01659 logjQ Fj + 0.7665 logjQ F^ - 0.4681 (36) 

The second-order term in this equation provides a slight curvature which enables the 
curve to follow the trend of the data very well. 

The percent Cj error plot for this equation (fig. 11(b)) confirms the good overall 
fit to the data and shows that above Fj^ = 10^, the errors are generally confined to about 
15 to -12 percent. Note that this percent data scatter occurs at the lower values of the 
calibration parameters and that the scatter is continually reduced with increasing Fj. 

A third-order curve was obtained and compared with the data but gave no noticeable 
improvement in accuracy. 


Summary of Calibration Characteristics 

To get a more precise evaluation of the accuracy of each of the calibration curves 
discussed earlier, root- mean- square (rms) errors were obtained for each equation. The 
rms error used herein is 


Root- mean- square error = 



(37) 


where B is the number of data points used in the rms calculations. Only those data 
points above F 2 = 10^ were used in the rms calculations. These calculations along 
with the other general characteristics of the calibration curves discussed previously 
are listed in the following table for the supersonic adiabatic-wall data: 


Calibration 

curve 

Calibration 

parameters 

Equation 

Is equation 
directly solvable 
for Cf? 



Data 

collapse 

— 

Curve fit 
to data 

Percent 

error 

band 

rms 

error 

renter and Stalmach 

^3’ 

F4 

21 

No 

Good 

Good 

17, -8 

6.81 

Sigalla 


^2 

22 

Yes 

Good 

Poor 

25, -23 

10.68 

Hopkins and Keener 



23 

Yes 

Poor 

Poor 

50, -15 

18.32 

Patel T» 

Fp 

^2 

24 

No 

Good 

Good 

23, -8 

7.13 

First-order 
least squares 



35 

Yes 

. Good 

Fair 

11, -17 

6.11 

Second-order 
least squares 

fi. 

'■2 

36 

Yes 

Good 

Excellent 

15, -12 

5.49 
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The rms calculations confirm the general observations made earlier that the power 
laws of Hopkins and Keener and Sigalla do not fit the data as well as the log laws of Fenter 
and Stalmach and Patel T' . As would be expected, the smallest rms errors come from 
the least-squares curves, the second-order curve providing the lowest rms error of those 
tested in this study. Because of this low rms error and the other favorable character- 
tics of this curve listed in the previous table, the second-order least- squares curve 
(eq, (36)) is presented as being the best Preston tube calibration curve for existing super- 
sonic two-dimensional adiabatic-wall data. 

Effect of Preston Tube Size 

One underlying premise of Preston tube work is that the size of the tube used by 
the experimenter, within certain limits, does not affect his results. These limits have 
been investigated analytically in the past (refs. 1, 3, and 6), where estimates of the range 
of tube sizes which should give valid results have been published. The wide range of tube 
sizes used in this study allowed these theoretical tube size limits to be experimentally 
tested. 

The theoretical maximum and minimum allowable tube sizes are given in refer- 
ence 6 as 


^max “ 0-3756 


(38) 


and 


D 


)(l.^ 


>1.268 


min 


lOOU.O 0.1142M^ 


(39) 


Figure 12 shows the effect of tube size on the c^ calculated from the experimental 
Fj values by the second-order least- squares equation (eq. (36)). Included in this figure 
are the theoretical tube size limits calculated from equations (38) and (39) in which nomi- 
nal free-stream estimates of Mg and Rg, and theoretical estimates of 6 and Cj 
were used. These estimates were used instead of the experimentally measured numbers 
because the experimenter wishing to calculate D^ax ^min order to choose a 

tube size for his experiment would have no a priori knowledge of his exact conditions. 
Hence, using estimates was considered to be more realistic. In any event, the difference 
in using the measured and estimated numbers for the data in this study would result in 
less than 10-percent change in the calculated values of and Figure 12(a) 

shows the Mg = 1.975 data. Note that there is very little variation in the Preston tube 
Cf except for the two smallest diameters tested. The largest tube tested was about 
twice as large as the theoretical maximum size but was still giving valid results. 
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The Mg = 2.320 data are shown in figure 12(b). Again, essentially constant Cf 
was obtained except for those tubes close to the theoretical minimum limit. The theo- 
retical maximum diameters are larger than that of figure 12(a) because of the thicker 
boundary layer. 

The Mg = 4.630 results, shown in figure 12(c), again show very little Cj variation 
with tube diameter for the larger tubes, but somewhat more for the smaller diameters. 
Note, however, that the theoretical minimum diameters are larger for this Mach number 
than those for the previous Mach numbers. 

It would be a natural tendency when choosing a Preston tube size for use in a par- 
ticular experiment to select one in the lower range of those theoretically usable. Fig- 
ure 12 shows, however, that the experimenter would obtain more consistent results if he 
chose a larger size. 

Calibration Equations Compared With the Hypersonic Cold- Wall Data 

All the data used thus far (from refs. 1 and 3 and from the present study) were 
obtained in supersonic flow under essentially adiabatic -flow conditions. In order to test 
the calibration equations evaluated in this paper under hypersonic cold- wall conditions, 
the Mg = 6.5 flat- plate and Mg « 7.4 tunnel-wall data of reference 7 are presented in 
figure 13. The wall temperature of this test data ranged from about 32 to 51 percent of 
adiabatic -wall temperature. 

Note that the trend of this data diverges from the calibration equations in the lower 
range of the calibration parameters similar to that seen in the supersonic data presented 
earlier. Hence, the F 2 = 10^ restriction of the adiabatic-wall data appears to be appli- 
cable to this cold-wall data. Above F 2 = 102, all the calibration curves with the excep- 
tion of the Fenter-Stalmach curve and possibly the Sigalla curve agree with the data fairly 
well. This inaccuracy of the Fenter-Stalmach law imder cold-wall flow conditions sup- 
ports the conclusion of reference 14, which found similar inaccuracies when using the 
Fenter-Stalmach law as a law of the wall. 

The reason that this low-hypersonic data agree fairly well with the Hopkins- Keener 
calibration equation whereas the high- supersonic data of the present study do not is 
because of the small tube sizes used in reference 7. Comparing figures 13(c) and 8(a) 
reveals that for the same range of F 2 covered by the hypersonic data, the supersonic 
and hypersonic data are both contained within single bands. 

Root- mean- square percent Cj error calculations were performed for this hyper- 
sonic data and the various calibration curves ^above F 2 ‘= lO^j, and the results are pre- 
sented in the following table: 
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Calibration curve 

rms C£ error for hypersonic 
cold-wall data above F 2 = 10^ 

renter and Stalmach 

37.47 

Sigalla 

18.35 

Hopkins and Keener 

10.05 

Patel T' 

15.93 

First-order least squares 

9.22 

Second-order least squares 

11.45 


Even though there is not enough hypersonic cold-wall data to obtain a good statisti- 
cal average error, this table does indicate that the second- order least- squares curve 
developed in this paper gives acceptable results under at least low-hypersonic cold-wall 
flow conditions, as well as supersonic adiabatic -wall conditions. 

CONCLUSIONS 

An experimental and analytical study has been made of the accuracy of various 
Preston tube calibrations to determine local skin friction in two-dimensional supersonic 
and low-hypersonic flow. Experimental Preston tube calibration data from the present 
and previous studies were used to evaluate the calibration equations. The maximum value 
of the calibration parameters of the present data is more than an order of magnitude 
larger than that previously obtained; thereby, the evaluation of the various calibration 
equations is facilitated. The principal conclusions to be drawn from this study are 

1. The Preston tube technique is highly inaccurate in the very low range of the cal- 
ibration parameters. This trend was present in the four sets of data examined in this 
study and supports the critical minimum Preston tube diameter criterion proposed by 
Hopkins and Keener. 

2. Above this low range, the data show a steady increase in accuracy with increas- 
ing values of the calibration parameters; hence, the use of larger Preston tubes gives 
more reliable results. 

3 . No critical maximum tube diameter was found even with tubes more than twice 
as large as the theoretical maximum allowable diameter. 

4. Of the two forms of the calibration equation previously existing, the log laws 
(Fenter-Stalmach and Patel T') gave more accurate results than the power laws (Sigalla 
and Hopkins-Keener) over an extended range of the calibration parameters in supersonic 
adiabatic flow. 
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5. Major deficiencies in the calibration equations were found to exist for the Fenter- 
Stalmach equation under low-hypersonic cold-wall conditions, and for the Hopkins- Keener 
equation under high- supersonic large-tube-diameter conditions. 

6. The second- order least- squares calibration equation developed in this paper gave 
the best overall results of the calibration equations evaluated and is therefore recom- 
mended for use in supersonic and low- hypersonic flow. 

Langley Research Center, 

National Aeronautics and Space Administration, 

Hampton, Va., February 26, 1973. 
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TABLE IV.- BOUNDARY-LAYER PROFILES FOR Mg = 4.630 
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TABLE V.- BOUNDARY- LAYER GROSS PARAMETERS 


Me 

Re 

per meter 

5*, 

mm 

0, 

mm 

6, 

mm 

N 

R0 

per meter 

Cf 

1.975 

7.52 X 10® 

14.44 

4.810 

70 

6.85 

3.62 X 10^ 

0.001760 

2.320 

1.95 

27.22 

7.574 

139 

7.98 

1.48 

.001824 



3.24 

26.23 

7.338 

138 

8.40 

2.38 

.001760 



6.50 

24.15 

6.795 

135 

8.55 

4.42 

.001626 



9.74 

23.24 

6.576 

134 

9.30 

6.41 

.001536 



12.99 

21.85 

6.187 

132 

9.50 

8.04 

.001469 

4.630 

1.95 

57.73 

5.494 

155 

8.90 

1.07 

^ .001029 



3.24 

54.59 

5.204 

154 

9.35 

1.69 

.000985 



6.46 

50.09 

4.808 

153 

10.24 

3.11 

.000904 



9.71 

47.44 

4.575 

152 

10.98 

4.44 

.000883 



12.96 

45.55 

4.404 

151 

11.50 

5.71 

.000861 



16.14 

43.57 

4.221 

150 

11.75 

6.81 

.000840 


^No balance measurement was made at this Reynolds number. The 
Cf value listed here is an extrapolation of the measured values at the other 
Reynolds numbers. 
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TABLE Vn.- PRESTON TUBE RESULTS FOR Mp 


, = 66° C, and T^ 


D, 

mm » 

M 

U/Ug 

1.27 

0.935 

0.536 

2.38 

1.060 

.595 

10.2 

1.316 

.704 

17.8 

1.449 

.755 

25.4 

1.511 

.778 

33.0 

1.563 

.796 

33.0 

1.572 

.799 

33.0 

1,576 

.800 

33.0 

1.579 

.801 

33.0 , 

1.580 

.802 

33.0 

1.576 

.800 

40.6 

1.647 

.824 

40.6 

1.646 

.823 

40.6 

1.649 

.824 

40.6 

1.678 

.834 

48.3 

1.671 1 

.831 

48,3 

1,678 

.834 

48.3 

1.667 

.830 

1.27 

' .985 

,560 

2.38 

1.087 

.607 

10.2 

1.357 

.721 

17.8 

1.476 

.765 

25.4 

1.558 

.794 

25.4 

1.556 

.793 

25.4 

1.548 

.791 

25.4 

1.544 

.789 

25.4 

1.551 

.792 

33.0 

1.602 

.809 

33,0 

1.609 

.811 

33.0 

1.615 

.813 

33.0 

1.609 

.811 

40.6 

1.663 

.829 

40.6 

1.677 

.833 

40.6 

1.671 

.832 

48.3 

1.704 

.842 

48.3 

1.711 

.844 

48.3 

1.699 

.840 

48.3 

1.705 

.842 

1.27 

1.033 

.582 

2.38 

1.129 

.626 

10.2 

1.414 

.742 

17.8 

1.520 

.781 

25.4 

1.581 

.802 

25.4 

1.605 

.810 

25.4 

1.599 

.808 

33.0 

1.655 

.826 

33.0 

1.643 

.822 

33.0 

1.648 

.824 





0.001824 


5.468 X 102 
1.138 X 103 
5.753 

1.080 X 104 
1.588 


3.225 

3.233 

3.220 

9.515 X 102 
1.934 X 103 
9.797 

1.821 X 104 
2.699 


.001626 



5.428 

5.440 

1.982 X 103 
3.992 

2.021 X 104 

3.720 

5.457 


5.541 X 10 ^ 
1.038 X 102 
4.433 
7.757 

1.108 X 103 

1.441 

1.441 

1.441 

1.441 

1.441 

1.441 
1.773 
1.773 
1.773 
2.105 
2.105 
2.105 
2.105 

9.060 X 10 ^ 
1.698 X 102 
7.248 

1.268 X 103 
1.812 
1.812 
1.812 
1.812 
1.812 
2.356 
2.356 
2.356 
2.356 
2.899 
2.899 
2.899 
3.443 
3.443 
3.443 
3.443 

1.744 X 102 
3.267 

1.395 X 103 

2.441 
3.487 


4.024 X 102 
8.432 

4.325 X 103 
8.182 

1.208 X 104 
1.612 


4.362 X lOl 
8.175 

3.490 X 102 

6.107 

8.725 

1.134 X 103 

1.134 

1.134 


2.474 

7.021 X 102 
1.435 X 103 
7.385 

1.382 X 104 
2.060 


1.658 

7.133 X lOl 
1.337 X 102 
5.707 
9.987 

1.427 X 103 
1.427 


4.180 

4.190 

1.466 X 103 
2.969 

1.528 X 104 

2.832 

4.170 


2.711 

2.711 

1.373 X 102 
2.572 

1.098 X 103 

1.922 

2.745 



TABLE Vn.- PRESTON TUBE RESULTS FOR Mg * 2.320, ^ » 66® C, AND T^ » - Concluded 


0.001626 



^2 

^3 

9.155 X 1 Q 4 

5.579 X 103 

7.050 X 104 

9.238 

5.579 

7.125 

9.206 

5.579 

7.095 

1.102 X 105 

6.625 

8.507 

1.118 

6.625 

8.595 

1.101 

6.625 

8.494 

1.105 

6.625 

8.530 

3.032 X 103 

2.542 X 102 

2.246 X 103 

6.109 

4.764 

4.551 

3.065 X 104 

2.034 X 103 

2.321 X 104 

5.632 

3.559 

4.293 

8.277 

5.084 

6.337 

8.335 

5.084 

6.388 

8.246 

5.084 

6.310 

8.277 

5.084 

6.337 

8.344 

5.084 

6.396 

8.308 

5.084 

6.364 

1.105 X 105 

6.610 

8.491 

1.102 

6.610 

8.465 

1.104 

6.610 

8.484 

1.100 

6.610 

8.450 

1.102 

6.610 

8.469 

1.393 

8.135 

1.075 X 105 

1.381 

8.135 

1.064 

1.387 

8.135 

1.070 

1.663 

9.660 

1.285 

1.659 

9.660 

1.282 

1.665 

9.660 

1.287 

1.662 

9.660 

1.284 

4.089 X 103 

3.315 X 102 

3.032 X 10 ^ 

8.262 

6.212 

6.162 

4.108 X 104 

2.652 X 103 

3.113 X 104 

7.565 

4.641 

5.774 

1.111 X 105 

6.630 

8.515 

1.115 

6.630 

8.551 

1.108 

6.630 

8.485 

1.476 

8.619 

1.135 X 105 

1.470 

8.619 

1.130 

1.473 

8.619 

1.133 

1.858 

1.061 X 104 

1.425 


4.393 X 103 

4.393 

4.393 


5.216 

2.002 X 102 
3.751 

1.601 X 103 
2.802 

4.003 

4.003 


7.606 

7.606 

7.606 

2.610 X 102 
4.891 

2.088 X 103 

3.654 

5.220 




TABLE Vm.- PRESTON TUBE RESULTS FOR Mg = 4.630, Tj ^^ = 79° C, AND T^ = Tjw 


Re, 

per meter 

— 

D,* 

mm 

M 

“/“e 



1^2 

1^3 

^4 

^5 

1,95 X 106 

1.27 

1.301 

0.558 

0.001029 

1.201 X 102 

1.281 X lOl 

7.030 X lOl 

8.420 X 10® 

1.122 X 102 



2.38 

1.306 

.560 



2.257 

2.401 

1.322 X 102 

1.578 X lOl 

2.111 



10.2 

1.742 

.682 



1.174 X 103 

1.025 X 102 

7.064 

6.736 

1.202 X 103 



17.8 

1.904 

.720 



2.167 

1.793 

1.318 X 103 

1.179 X 102 

2.299 



25.4 

2.009 

.742 



3.192 

2.562 

1.953 

1.684 

3.465 



33.0 

2.144 

.769 



4.297 

3.331 

2.652 

2,189 

4.807 



40.6 

2.377 

.809 



5.567 

4.099 

3,484 

2.695 

6.561 



48.3 

2.327 

.801 



6.543 

4.868 

4.083 

3.200 

7.626 



48.3 

2.408 

.814 



6.650 

4.868 

4.170 

3.200 

7.893 

3.24 X 10® 

1.27 

.910 

.419 

.000985 

1.499 X 102 

2.086 X lOl 

1.352 X lOl 

1.371 X 10^ 

1.307 X 102 



2.38 

1.272 

.549 



3.683 

3,908 

2.152 X 102 

2.569 

3.422 



10.2 

1.813 

.699 



2.002 X 103 

1.669 X 102 

1.210 X 103 

1.097 X 102 

2.082 X 103 



17.8 

1.956 

.731 


3.663 

2.920 

2.234 

1.919 

3.930 



25.4 

2.103 

.761 


5.446 

4.171 

3.352 

2.742 

6.037 



33.0 

2.255 

.789 I 


7.338 

5,423 

4.559 

3,564 

8.415 



40.6 

2.440 

.819 



9.377 

6.674 

5.891 

4.387 

1.121 X 10^ 



40.6 

2.428 

.817 



9.355 

6.674 

5.873 

4.387 

1.115 



48.3 

2.477 

.824 



1.121 X 104 

7,925 

7.059 

5.210 

1.351 



48.3 

2.481 

.825 



1.122 

7.925 

7.065 

5.210 

1.353 



48.3 

2.471 

.823 



1.120 

7.925 

7.048 

5.210 

1.348 

6.46 X 10® 

1.27 

1.129 

.501 

.000904 

3.576 X 102 

3.990 X lOl 

2.073 X 102 

2.623 X lOl 

3.235 X 102 



1.27 

1.138 

.504 



3.599 

3.990 

2.087 

2.623 

3.261 



2.38 

1.434 

.599 



8.026 

7.478 

4.737 

4.916 

7.699 



2.38 

1.396 

.588 



7.876 

7.478 

4.638 

4,916 

7.498 



10.2 

1.913 

.722 



4.126 X 103 

3.192 X 102 

2.510 X 103 

2.098 X 102 

4.385 X 103 



10.2 

1.879 

.714 



4.084 

3.192 

2.478 

2.098 

4.307 



17.8 

■ 2.107 

.762 



7.617 

5.586 

4.690 

3.672 

8.451 



17.8 

2.085 

.757 



7.575 

5.586 

4.658 

3.672 

8.364 



25.4 

2.269 

.791 



1.130 X 104 

7.981 

7.028 

5.246 

1.300 X 104 



25.4 

2.302 

.797 



: 1.139 

7.981 

7.094 

5.246 

1.320 



33.0 

2.394 

.812 



1.508 

1.038 X 103 

9.445 

6.820 

1.783 



33.0 

2.450 

.820 



1,524 

1.038 

9.578 

6.820 

1.825 



40.6 

2.558 

.836 



1.912 

1.277 

1.209 X 104 

8.394 

2,346 



40.6 

2.572 

.838 



1.916 

1 1.277 

1.213 

8.394 

2.359 



48.3 

2.638 

.847 



2.300 

1.516 

1.462 

9.967 

2.872 



48.3 

i 2.607 

.843 



2.289 

1.516 

1.452 

9.967 

2.839 

9.71 X 10® 

1.27 

1 1.280 

.552 

.000883 

5.923 X 102 

5.923 X lOl 

3.463 X 102 

3.894 X lOl 

5.511 X 1Q2 



2.38 

1.507 

.621 



1.249 X 103 

1.110 X 102 

7.402 

7.296 ! 

1.216 X 1q3 



10.2 

‘ 1.996 

.740 



6.351 

4.738 

3.883 X 103 

3.115 X 102 

6.875 



17.8 

1 2.205 

.780 



1.172 X 104 

8.292 

7.258 

5.451 

1.329 X 104 



25.4 

2.342 

.803 



1.724 

1.185 X 103 

1.077 X 104 

7.787 

2.016 



25.4 

2.382 

.810 



1.738 

1.185 

1.088 

7.787 

2.051 



25.4 

2.374 

.808 



1.735 

1.185 

1.086 

7.787 

2.044 



33.0 

2.507 

^ .829 



2.313 

1.540 

1.459 

1.012 X 103 

2.807 



33.0 

2.521 

! .831 



2.319 

1.540 

1.464 

1.012 

2.822 



33.0 

2.508 

.829 



2.314 

1.540 

1 1.459 

1.012 

2.807 



33.0 

2.521 

.831 

■ 


2.319 

1.540 

1.464 

1.012 

2.822 
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TABLE Vm.- PRESTON TUBE RESULTS FOR - 4.630, T| 


79° C, AND T^ » Taw “ Concluded 


t,oc- 


per meter 

D, 

mm 

M 

"A 

c. 

[ 


^2 

^3 

*■4 

^5 

9.71 X 106 

33.0 

2.517 

0.830 

0.000883 

2.317 X 104 

1.540 X 103 

1.462 X 104 

1.012 X 103 

2.817 X 104 



40.6 

2.621 

.845 



2.902 

1.895 

1.843 

1.246 

3.612 



40.6 

2.631 

.846 



2.907 

1.895 

1.847 

1.246 

3.625 



40.6 

2.636 

.847 



2.909 

1.895 

1.848 

1.246 

3.631 



40.6 

2.634 

.847 



2.908 

1.895 

1.848 

1.246 

3.629 



48.3 

2.719 

.858 

1 


3.499 

2.251 

2.234 

1.480 

4.448 



48.3 

2.678 

.852 



3.477 

2.251 

2.215 

1.480 

4.381 



48.3 

2.699 

.855 



3.488 

2.251 

2.224 

1.480 

4.415 


f 

48.3 

2.701 

.855 



3.490 

2.251 

2.226 

1.480 

4.419 

12.96 X 106 

1.27 

1.352 

.575 

.000861 

8.230 X 102 

7.807 X lOl 

4.833 X 102 

5.132 X lOl 

7.766 X 102 



2.38 

1.545 

.631 



1.695 X 103 

1.463 X 102 

1.007 X 103 

9,617 

1.663 X 103 



10.2 

2.060 

.752 



8.623 

6.245 

5.293 

4.105 X 102 

9,467 



17.8 

2.270 

.791 



1.587 X 104 

1.093 X 103 

9.866 1 

7,184 ; 

1.826 X 104 



25.4 

2.422 

.816 



2.338 

1.561 

1.467 X 104 

1.026 X 103 

2.783 



25.4 

2.412 

.814 



2.333 

1,561 

1.463 

1.026 

2.771 



25.4 

2.399 

.812 



2.327 

1.561 

1.459 

1.026 

2.756 



25.4 

2.417 

.815 



2.335 

1.561 

1.465 

1.026 

2.777 


i 

33.0 

2.526 

.832 



3.097 

2.030 

1.956 

1.334 

3.773 



33.0 

2.545 , 

.834 



3.107 

2.030 I 

1.964 

1.334 

3.801 



40.6 

2.681 

.853 



3.909 

2.498 

2.490 

1.642 

4.929 


j 

40.6 

2.675 

.852 


i 

3.906 

2.498 

2.488 

1.642 

4.919 



40.6 

2.672 

.852 



3.904 

2.498 

2.486 

1.642 

4.912 



40.6 

2.666 ! 

.851 



3.901 

2.498 

2.483 

1.642 

4.902 



48.3 

2.760 

.863 



4.697 

2.967 

3.005 

1.950 

6.024 



48.3 

2.726 

.859 



4.674 

2.967 

2.986 

1.950 

5.953 



48.3 

2.736 

.860 



4.681 

2.967 

2.991 

1.950 

5.974 

1 


48.3 

2.716 

.857 

1 


4.667 

2.967 

2.979 

1.950 

5.931 

16.14 X 106 

1.27 

1.391 

.587 

.000840 

1.046 X 103 

9.600 X lOl 

6.159x102 

6.310 X lOl 

9.951 X 102 



2.38 

1.576 

.640 



2.139 

1.799 X 102 

1.274 X 103 

1.183 X 102 

2.113 X 103 



10.2 

2.118 

.764 i 



1.090 X 104 

7.680 

6.714 

5.048 

1.212 X 104 



17.8 

2.309 

.798 ; 



1.992 

1.344 X 103 ' 

1.242 X 104 

8.835 

2.313 



25.4 

2.458 

■ .821 



2.931 

1.920 

1,843 

1.262 X 103 

3.517 


^33 

169 

i45 

)89 

>76 

>76 

^98 

ro 2 

1X2 

101 

m 

r6i 

rs9 

m 



Flattened tube 



Figure 1.- Tube sketches. All dimensions are in millimeters 
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.320 
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Figure 3.- Velocity profiles. 
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Figure 3.- Concluded. 





(b) Momentum thickness. 
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(b) Cf error. 
Figure 6.- Concluded. 





(a) Calibration parameters. 
Figure 7.- Sigalla calibration equation. 






(b) Cf error. 
Figure 7.- Concluded. 






(a) Calibration parameters. 

Figure 8.- Hopkins-Keener calibration equation. 









(a) Calibration parameters. 

Figure 9.- Patel T' calibration equation. 








(a) Calibration parameters. 

Figure 10.- Linear least- squares calibration equations 










(a) Calibration parameters . 

Figure 11.- Second-order least-squares calibration equation. 






























(d) Patel T* equation. 
Figure 13.- Continued. 










(f) Second- order least-squares equation. 
Figure 13.- Concluded. 


NASA-Langley, 1973 12 L-8733 




